MISSOURT DERPARTHMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
B ™
REATH ALCOHOI, PROGRAM 7 RECEIVED
INTOX EC/IR II MAINTENANCE REPORT By Carof Day at 8:20 am, Jul 03, 2014
Complete this report at the Cime oF tlie regular monthly preventive malntenance check (not to excesd 35

days). Complete this report whenever the inskrument is serviced or repaired and whenever it is placeqd
into service. Retain the original and send a copy within 15 days ko the Breath Alcohol Program, DHSS,

INTOX ¥CJIR X1 8N HAME OF AGEHCY DATE OF INSPECTION
12697 Foristell Police Depart 07/01/2014
LOCATION OF INSTRUMENT (STREET AND CITY) TIKE OF INSEECTION
30 First Street Foristell, Mo 63348 07:12 CDT

CHECKLIBT! Place a mark in the box by each ltem Lf found Lo be satisfactory or is operating within
established limits. (Write in observed values where determined}. Unmarked items must be corrected
before using instrwment,

EDIAGHOSTIC RECORD

BLANK CHECK [X]COZ CHECK
[X]FC 1T TP [R]FLOS CHECK
'_m’éﬁc TEMP [R]FCE CHECK
DET TEMP E]CRC COMP CHECK
BT TEMP [XJCRC CAL CHECK
[X]5T 2 TEUP [XJPRINT TEST

m ETH CHECR
BREATH ANALYZER ACCURACQY STANDARDS

:ISIMULATOR SOLUTION COMPRESSED ETHANOL~GAS MIXTURE
[E;STANDARD SUPPLIER . Intox ‘ LOT#  AG326802 EXP. BATE 09/25/2015
[:JSIMULATOR TEMP {34°C 10.2°C} SIMULATOR S/N SIMULATOR EXP DATE

ECALIBRATION CHECK - (OBLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standaxrd solution. Al)l three tests must be within +5% of the standard value
and must have a spread of ,006 or less. Mark the box corresponding to the standard solution being
used. {PRINTOUT ATTACHED)

0.10% STANDARD ~ MUST READ BETREEN 0,.095% AND 0.105% INCLUSIVE

0,08% STANDARD - MUST READ BETWEEN (.,076% AND 0.084% INCLUSIVE

0.04% STANDARD - MUST READ BETWEEN 0,038% AND 0.042% INCLUSIVE

TEST 1 * ©0.080 g/210L TEST 2  0.080 g/210L TEST 3 » 0,080 g/210L
INDICATE THE NUUBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS 1 0-,04 0 05-.09 2 .10-.14 1 OVER .18 0

LIST ANY NEH FARTS AND PRESCRIBE ANY AUAE d T T
SATISFACTORILY AND HITHIN ESTABLISHED LIMITS {USE OiHER S8IDE IF NECESSARY).

s Al
D G Johnson
t TELEPHDNE NUHBER
11/26/2015 (6356 )463-2123

O

230290

RETURN COMPLETED REPORT TO THE:
Breath Alcohol Program, Missouril Department of Health and Senior Services,
Southeast District Office, 2875 James Blvd, Poplar Bluff, MO 63901

119 580-2899 AN EQUAL OPPORTUMNETY/AFFIRMATIVE ACTION EMPLOYER LAB 183 -
soervicaes provided on & nondiserininatory basis




Customer Name
Intoxfmelers, inc,
2081 Cralg Road
St Louls, Mo 63148

Exp, Dats
25-Sap-2015

Alrgas USA LLC {LAR)
3500 Bernard Slresi

St Louls, Mo, 63103
Pl {314) 533:3100

Fax: (314) 633-7528

Certificate of Analysis

Lot # AG326802

Cvyl. 8 Componsp
Cyl. Type Lompotient
108 Ethanol

. Nitrogen

Gerliffcation Tracealble to N Ls T Ram Ethahol Standards:

Satial Mo, Cdncen;raﬂo

EBOO10681 . 391.8 ppm

EB0010570 © 269.8 ppm

EB0010285 209.0 ppm

EB0010561 103.7 ppm

EB0010681 62:__22 Phrm

Analvtical Method: NDIR .
iy snsols quly co
i Rt ave

Analyst:

Seridl No, .
EB0010603 -

EBOO10659
EB0010595
EB0010562
ERO010579

Test Date: 26-Sep-2013

Coliified Co 1centration
0.080 4 0.002 BrAG (218 ppm)
Balance .

-
.

Congentration
392.6 ppm
2568,9 ppm
i 2088 ppm
104.9 ppm
" 52,94 ppm

h

Rod Marsala

ISO 17026:2005 A2LA accredited. Certiffcate Number 2989.01
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STATE OF MISSOURI

5%1\/\;;{ DEPARTMENT OF HEALTH AND SENIOR SERVICES
Hi @% BREATH.ALCOHOL PRAGRAM

“ 14 f— 7~ - em

TYPE Il

DOUGLAS JOHNSON

Is hereby authorized lo instruct and Supeivise operators, train Instruetors, Inspect, callbrale, perlorm-fleld service. and repairs,
and operate he lollowing breath analyzer(s):

DATAMASTER, INTOX EC/IR II

for the delarmination of the.alcohollc Gontent of:biood fioih 4 sample-ol explred:dir; Permitissigd urider 1Hs provisions of sections-
577,020 throligh 677,041, RSMo and 808, 111 htough 306.119 RSMo. S
LA lf\_»gr:—:’;:_,.__
pare. _ 11/26/2013
DIREGTOR OF STATE PUBLICHEALTH LABORATORY

NuiseR 230290 N0 Umo(dz\%"

Exeirgs 11/26/2015

sacting divector
OIRECTOR OF DEPARRMENT.OF: HEALTH AND'SENIOR SERVICES
£40 5800775 {6-10) LABS (16-50).

STATE OF MISSOURI
DEPARTMENT OF HEALYH AND SEMIOR BERVIGES
BREATH ALCONOL PROGRAK

i INSTRUMENT OPERATOR CARD

The nsmed cergholdaris avihortedio operate an evident'ss brealh eloohal
fngrrgg?enifo!lm delemination of the alcohots content by braalh fom of oxpiradf airl
In Missou

Bl BRa

Operalor  JOHNSON, DOUGLAS
PermitNoe 230290
Dale Issuad $4/26/2093  Date Explres 1412612016




